[Particle formation in disposable systems for the V.50.1 (Haemonetics) cell separator].
Recently, we described small, free particles in the disposable cell separator platelet apheresis systems for the cell separator V.50.1 (Haemonetics). In the meantime, the production procedure for this system has been modified and a new material (Ceramic-polypropylene) is in use for the rotating seal. We could not find the formerly described particles in 32 of these newly developed systems.